Introduction
============

Totally implantable venous access devices (TIVADs) have been in use for more than two decades. They allow repeated vascular (venous, arterial), body cavity (pleural, peritoneal, and intradural), and perineural accesses for drug administration ( anticancer, antibiotics, analgesics, parenteral nutrition, blood transfusion) as well as blood collection.

These devices have proved to be safe and effective in overcoming problems of repeated venous access when patients need regular intravenous therapy. Not only do they respect the venous capital, but they also bring comfort, autonomy, and safety to the patients, and ease and reliability of use for the health care workers. Their characteristics, risks, and benefits are well described.[@b1-mder-5-031]--[@b7-mder-5-031] Their setting, use, and maintenance are detailed in various protocols and in at least one national recommendation.[@b8-mder-5-031]--[@b12-mder-5-031] If these documents mention that an appropriate flushing is an absolute necessity, none have described the technique to be used.

Previous works on central and peripheral intravenous access devices[@b13-mder-5-031],[@b14-mder-5-031] showed that flushing efficacy was technique-dependent (pulsed flushing versus continuous flushing) and, therefore, flushing efficacy could be optimized with a potential increase of the lifespan of devices and a decrease of obstructive and infectious risks.

The flushing efficacy of a cavity, catheter, or an implantable port depends on two groups of factors: on one hand, the physicochemical process of molecule adhesion and deadhesion and, on the other hand, a hydrodynamic process linked to the shear stress forces of the flush on the internal surface. In the case of implantable ports, this force is based on the intensity of the flow and on the orientation of the Huber point needle (HPN) bevel.

The objective of this experimental work was to quantify the effect of the HPN bevel orientation with respect to the exit channel on the flushing efficacy of an implantable port without catheter. The experimental results were completed by a numerical computation describing the dynamics of the outflow.

Material and methods
====================

The port geometry is shown in [Figure 1](#f1-mder-5-031){ref-type="fig"}. The reservoir is cylindrical and there is an exit channel at the port base which connects to the central venous catheter. Its top is made of a compressed silicone membrane (septum) which can be punctured by a specific needle (HPN).

The port characteristics (Polysite^®^, séries 2000, 3000, and 4000; Pérouse Médical, Ivry le Temple, France) are summarized in [Table 1](#t1-mder-5-031){ref-type="table"}.

Each port was filled with an aqueous solution of 0.1% dodecyl sulfate sodium (DSS) by a syringe and an HPN inserted in the septum center (point B). After an incubation of 48 hours at 37°C, the ports were emptied and flushed with 30 mL of pure water with a sloped outflow channel, to completely washout the DSS.

Once cleansed, each port was filled with an aqueous solution of fibronectin (5 μg/mL) and kept for 2 hours at 37°C. The nonadherent fibronectin was eliminated by a slow injection of air through the HPN. A saline solution of bovine serum albumin (10 mg/mL) was then injected and the ports incubated 24 hours at 37°C. Again, each port was flushed by a slow injection of air through the HPN to eliminate the nonadherent albumin. The recovered amount was titrated. Fibronectin and albumin were selected because both are physiological blood proteins. Furthermore, fibronectin easily and strongly adheres to biomaterials and blood products, and also promotes the adhesion of albumin and other proteins.[@b15-mder-5-031]--[@b19-mder-5-031] The ports were flushed with 10 mL of NaCl 0.9% by an autopulsed syringe (55--1144; Harvard Apparatus, Les Ulis, France) locked to the 19G and 22G HPN.[@b8-mder-5-031] Two series of tests were performed with the HPN inserted in the septum center (point "B" in [Figure 1](#f1-mder-5-031){ref-type="fig"}), one series with the bevel opening directed toward the exit channel (α = 0°), and another with the bevel opening toward the bottom of the port (α = 180°).

As good clinical practices recommend changing the needle insertion point, a site (point "C" in [Figure 1](#f1-mder-5-031){ref-type="fig"}) located at half the radius length of the port side, on an axis perpendicular to the central site (A-O) was selected. Two other series of tests were performed with the HPN inserted there, one with the bevel opening directed toward the exit channel (*j*), and another with the bevel opening toward the bottom of the port (*i*). The flush solution was collected to obtain the proteins extracted by the flushing.

At insertion point B, six tests were performed for each of the 36 combinations: three port sizes, two HPN gauges (19G and 22G), two orientations of the bevel (α = 0° and α = 180°), and three flow rates (0.25--0.5^−1^ mL/second).

At insertion point C, six tests were performed with one port size (13 mm diameter), a 22G HPN, two orientations of the bevel (*i* directed to A and *j* directed to O; see [Figure 1](#f1-mder-5-031){ref-type="fig"}), and three flow rates (0.25--0.5^−1^ mL/second).

Albumin was titrated using an ultraviolet spectrophotometer at 280 nm (Gilson 112 UV/VIS detector; Gilson, Middleton, WI). Results are reported in percent of extracted albumin and are calculated by the amount recovered after flushing with NaCl divided by the amount filled minus the amount recovered after flushing with air.

Statistical analysis
--------------------

The Mann--Whitney *U* test was used on means. Statistical significance thresholds are shown in [Figures 2](#f2-mder-5-031){ref-type="fig"}--[5](#f5-mder-5-031){ref-type="fig"} using the classical correspondence: \*0.01 \< *P* \< 0.05; \*\*0.001 \< *P* \< 0.01; \*\*\**P* \< 0.

Experimental results
====================

The results from insertion point B are summarized in [Figures 2](#f2-mder-5-031){ref-type="fig"} and [3](#f3-mder-5-031){ref-type="fig"}. Each column represents the mean percentage of extracted proteins according to the flushing flow for each type of implantable port size, the needle gauge, and the bevel-opening orientation. The mean percentage of extracted proteins ranged between 21% and 55%. The lowest amount was recovered with a 22G HPN, including the slowest flow rate (0.25 mL/second) with the bevel opening directed toward the outflow channel (α = 0°). The port size did not influence the amount received. The highest amount was recovered with a 19G HPN, including the fastest flow rate (1 mL/second) with the bevel opening toward the bottom of the port (α = 180°) at the largest port size (13 mm diameter) (see [Figure 2B](#f2-mder-5-031){ref-type="fig"}). The flushing efficacy increased with the flow rate, whatever the mix of needle gauge, port diameter, or orientation of the needle bevel opening. Furthermore, the efficiency increased in every configuration of flow rate, needle gauge, and port diameter when the needle bevel opening was directed toward the bottom of the port (α = 180°).

The results of insertion point C expressed in average percentage of extracted proteins are shown in [Figures 4](#f4-mder-5-031){ref-type="fig"} and [5](#f5-mder-5-031){ref-type="fig"}. These results are in agreement with the results from insertion point B: the highest efficiency is obtained when the needle bevel opening is directed toward the bottom of the port (*i*) as shown in [Table 2](#t2-mder-5-031){ref-type="table"}.

Cross comparisons show that the needle insertion point has no or little effect on flushing efficiency (see [Figure 5A and B](#f5-mder-5-031){ref-type="fig"}; [Tables 3](#t3-mder-5-031){ref-type="table"} and [4](#t4-mder-5-031){ref-type="table"}).

Numerical computation
=====================

The experimental results are consolidated by numerical computations that show the flow structure (laminar flow) in a cavity filled with a liquid (as ports in use are). The cavity bidimensional geometry is shown in [Figure 1](#f1-mder-5-031){ref-type="fig"}. The circular cavity has a diameter of 8 mm. The dynamic viscosity of the flush solution (normal saline) used is η = 10^−3^ Pa-s, and its volume mass was ρ = 10^3^ kgm^−3^. The needle was inserted in the port center (point B). The angle of injection α = 0° corresponds to the axis between the point B and the exit channel O.

[Figure 6](#f6-mder-5-031){ref-type="fig"} shows the lines of a continuous flow for four injection angles α = 0°, 45°, 135°, and 180°. For α = 180°, the lines fold up on the cavity bottom and follow the outline of the reservoir wall. The flow is drawn toward the exit channel. On the other hand, when α = 0°, the flow divides. One part recirculates, in the rheological sense, and remains inside the cavity. One can quantify the flushing efficiency by calculating the shear stress force at each point along the cavity inside wall. The value, quoted as Φ, is proportional to the friction force by surface unit of the cavity and therefore, represents the local density of flow of proteins extracted by friction. [Figure 7](#f7-mder-5-031){ref-type="fig"} shows that Φ is always higher when α = 180° than when α = 0°. This is obviously in agreement with the tests results. One also notices that Φ is always close to 0 in an area more or less important around point A at the bottom of the cavity. This is due to a stop point of the flow for both α = 180° and α = 0°.

The global efficiency of the flushing can be estimated by integrating Φ. The computation leads then to a value, quoted as Ω, which is proportional to the mass flow collected by flushing. Results are reported in [Figure 8](#f8-mder-5-031){ref-type="fig"} which shows the Ω variations according to time from the initial moment before beginning to flush the cavity and according to the flushing technique used, needle bevel-opening orientation, and with or without a movement of oscillation around its vertical axis.

The results without oscillations are presented on [Figure 8](#f8-mder-5-031){ref-type="fig"} for four bevel needle-opening orientations (α = 0°, 45°, 135°, and 180°). The numerical computation reproduces the experimental test data. The most efficient flushing is obtained when α = 180° and the less efficient when α = 0°. Keeping in mind that an unflushed area remains in the neighborhood of the point A, a movement of oscillation of the needle around its axis could be performed (as recommended by numerous clinicians). The results of that technique, with an oscillation of ±90° for both α = 0° and 180° are shown in [Figure 8](#f8-mder-5-031){ref-type="fig"}. As expected, the efficiency lies between that of α = 180° and α = 0° without needle oscillations. A compromise could be to impose a movement of oscillation of very small amplitude ≈ ±10° around α = 180°. The result is show as the dotted line in [Figure 8](#f8-mder-5-031){ref-type="fig"}. We obtained a global efficiency close to (but always below) the maximum while avoiding the absence of flushing in the neighborhood of point A.

Discussion
==========

The purpose of this work was to test, under controlled conditions, the effect of the needle bevel orientation on the efficiency of flushing implantable ports with a continuous infusion of normal saline. Maintaining the vacuity of vascular access, specifically venous access, is of upmost importance for the medical, psychological, and financial costs. To avoid obstruction is the first and foremost reasonable use to limit deposits in TIVADs by conducting effective flushing. Flushing with the correct solution and technique is then fundamental to maintain patency of the catheter. The use of heparinized solution (10 U/mL) to ensure catheter patency is controversial and efficacy is not proven. Flushing with Heparin solution is no more beneficial than flushing with NaCl 0.9% alone.[@b9-mder-5-031],[@b11-mder-5-031] Because an intraluminal fibrin sheet or blood clot might serve as a nidus for microbial colonization after the perfusion of intravascular catheters by medication or parenteral nutrition, it is very important to realize effective flushing and to withdraw any biological or chemical component.

We specified the effective pulsed flushing technique,[@b13-mder-5-031] but no publication specifies the influence of the direction of the opening of HPN in the port. The experimental results of the study pollution from flushing of ports, consolidated by the results of numerical computation, show that the shear stress forces are always more important when the injected flow is directed towards the bottom of the port, even if the HPN is not inserted in the center of the septum port. When the flow is directed towards the bottom of the port (point A, α = 180°), the flushing flow redistributes on the totality of the walls of the port and the intensity of the shear stress force of cutting is major. If the flow is directed towards the exit channel, only a small part of the flow is redirected towards the walls of the port. The intensity of the shear stress force is strongly decreased and the recirculating flow favors the parietal deposit of all or any of the perfusate (proteins, lipids, contrast medium) or of figurative elements of the blood. This experimental work expresses and confirms fundamental basic principles to establish a protocol of TIVAD use: flushing, perfusing, and blood collection. These principles are physically valid whatever the position of the insertion point of the HPN in the septum. Optimal flushing is obtained with a small-gauge HPN with its bevel opening opposite to the exit channel. This corresponds to the recommendations of use of this type of needle. It may be interesting, during the flushing, to perform an oscillating movement of very low amplitude (for example at point B, α = 180° ± ≈10°) to try to eliminate the deposits in the stop point A at the bottom of the port (see [Figure 6](#f6-mder-5-031){ref-type="fig"}). Oscillations of big amplitude around the needle insertion points (B or C, see [Figure 1](#f1-mder-5-031){ref-type="fig"}) are only of average efficiency, and much less than in the fixed injection. The rotations of HPN on its vertical axis, as recommended by some protocols, are also less effective and must not be performed. Furthermore this movement sometimes causes pain in patients. It seems desirable to direct the flow of a drip to the bottom of the port, although the flow is mostly lower than the flow of the flushing. Indeed, the hydrodynamic effect which accounts for flushing occurs in the same way during the infusion to prevent or limit the parietal deposition. If the flow is directed towards the output channel, the redistribution of the flow leads to a recirculation, which promotes the wall deposition of all or part of the perfusate, which is then trapped in the port.

Conclusion
==========

The prevention of the occlusion of TIVADs is imperative. The definition of protocols of use of the TIVADs based on the hemodynamic principles mentioned above is a simple, effective and economic therapeutic for use by nursing teams to avoid or reduce the obstruction of the TIVADs. The knowledge of the physical principles which govern the flows in these devices allows for the reduction of mechanical manipulations, which are sources of medical complications[@b10-mder-5-031]--[@b12-mder-5-031] in particular infections. Nevertheless, no article or recommendations appear in the literature concerning the orientation of the opening of HPN used with TIVADs.

We have shown that the direction of the jet of flushing and perfusion is an important factor for the prevention of the accumulation of biological and/or chemical deposit (contrast agent for example, due to an increasing use of TIVADs) and to assure the patency of the device. We hope that this study will contribute to the definition of good practices in an area of increasing importance.
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![Bidimensional schematic representation of a port: (**A**) The diametrically opposite point of the exit channel (bottom); (**B**) Septum center; (α) the angle between the needle bevel opening and the exit channel; (*i*) and (*j*) indicate the directions of the needle bevel opening when the needle insertion point is C; (x) the curvilinear coordinate from O to A.](mder-5-031f1){#f1-mder-5-031}

![Percentage of of proteins removed in TIVADs of diameters 8 mm (**A**), 11 mm (**B**), and 13 mm (**C**), with a Huber point needle of 19G, for two orientations of the flow, from the point B: 0° towards the exit channel, and 180° towards the bottom of the cavity.\
**Abbreviations:** G, gauge; TIVAD, totally implantable venous access device.](mder-5-031f2){#f2-mder-5-031}

![Percentage of proteins removed in TIVADs of diameters 8 mm (**A**), 11 mm (**B**), and 13 mm (**C**), with a Huber point needle of 22G, for two orientations of the flow, from the point B: 0° towards the exit channel, and 180° towards the bottom of the cavity.\
**Abbreviations:** G, gauge; TIVAD, totally implantable venous access device.](mder-5-031f3){#f3-mder-5-031}

![Percentage of proteins removed in TIVAD of 13 mm (**c**), with an HPN of 22G, for two orientations of the flow from the point C: *i* towards the bottom of the cavity, *j* towards the exit channel.\
**Abbreviations:** G, gauge; HPN, Huber point needle; TIVAD, totally implantable venous access devices.](mder-5-031f4){#f4-mder-5-031}

![Crossed comparison of the percentage of removed proteins for different orientations of the flow from the points B and C in TIVAD of 13 mm, with a HPN of 22G.\
**Abbreviations:** G, gauge; HPN, Huber point needle; NS, nonsignificant; TIVAD, totally implantable venous access devices.](mder-5-031f5){#f5-mder-5-031}

![Lines of flow in a circular cavity for four injection angles.](mder-5-031f6){#f6-mder-5-031}

![Φ numerical values along the wall of the cavity according to the curvilinear abscissa (X) between points O and A for the two directions of the flow α = 180° and α = 0°.](mder-5-031f7){#f7-mder-5-031}

![Distribution of numerical values as a function of time for different situations of flushing in permanent or impermanent conditions.](mder-5-031f8){#f8-mder-5-031}

###### 

Port characteristics

  Type: Polysite^®^; Perouse Médical   2000   3000   4000
  ------------------------------------ ------ ------ ------
  Port diameter (mm)                   8      11     13
  Port internal volume (mL)            0.15   0.3    0.4
  Septum diameter (mm)                 7.5    10.5   12.1

###### 

Percentage of extracted proteins

  Flow rate        *i*     *j*     *P* value
  ---------------- ------- ------- -------------------
  0.25 mL/second   32.4%   27.4%   0.01 \< P \< 0.05
  0.50 mL/second   36.7%   31.3%   0.01 \< P \< 0.05
  1 mL/second      42.9%   38.9%   0.01 \< P \< 0.05

**Note:** Bevel opening toward the outflow channel versus bottom of the port with an off-centered needle insertion point.

###### 

Percentage of extracted proteins

  Flow rate        *j*     α = 0°   *P* value
  ---------------- ------- -------- ----------------
  0.25 mL/second   27.1%   22.1%    Nonsignificant
  0.50 mL/second   31.3%   27.7%    Nonsignificant
  1 mL/second      38.9%   36.2%    Nonsignificant

**Note:** Bevel opening toward the outflow channel with a centered versus off-centered needle insertion point.

###### 

Percentage of extracted proteins.

  Flow rate        α = 180°   *i*     *P* value
  ---------------- ---------- ------- ----------------
  0.25 mL/second   32.4%      32.4%   Nonsignificant
  0.50 mL/second   37.4%      36.7%   Nonsignificant
  1 mL/second      42%        42.9%   Nonsignificant

**Note:** Bevel opening toward the port bottom (α = 180°) with a centered versus off-centered needle insertion point.
